
SEA-BIRD ELECTRONICS, INC.
1808 136th Place N.E., Bellevue, Washington, 98005 USA

Phone: (425) 643 - 9866 Fax (425) 643 - 9954 Email: seabird@seabird.com

 
SENSOR SERIAL NUMBER: 0720
CALIBRATION DATE: 02-Nov-05 

SBE9plus PRESSURE CALIBRATION DATA
10000 psia S/N 90573

 
DIGIQUARTZ COEFFICIENTS: AD590M, AD590B, SLOPE AND OFFSET:
C1 =   -4.666978e+004

C2 =   -2.615846e-001

C3 =    1.373870e-002

D1 =    3.884300e-002

D2 =    0.000000e+000

T1 =    3.015158e+001

T2 =   -3.442071e-004

T3 =    4.048350e-006

T4 =    2.094500e-009

T5 =    0.000000e+000

AD590M =   1.28082e-002

AD590B =  -9.33828e+000

Slope =    1.00007

Offset =  -0.3081 (dbars)

 
    PRESSURE           INST                INST                  INST                    CORRECTED INST            RESIDUAL
        (PSIA)        OUTPUT(Hz)        TEMP(C)    OUTPUT (PSIA)            OUTPUT (PSIA)                   (PSIA)
    14.560   33176.74    19.8        14.775           14.328        -0.232
  2014.215   33878.77    19.9      2014.701         2014.403         0.188
  4013.690   34564.06    19.9      4013.963         4013.812         0.122
  6013.103   35233.82    19.9      6013.138         6013.135         0.032
  8012.589   35889.00    20.0      8012.433         8012.578        -0.011
 10012.502   36530.44    20.0     10011.960        10012.253        -0.249
  8012.480   35888.98    20.0      8012.339         8012.484         0.004
  6013.220   35233.90    20.1      6013.292         6013.289         0.069
  4013.441   34564.03    20.1      4013.761         4013.610         0.169
  2014.127   33878.79    20.1      2014.625         2014.326         0.199
    14.556   33176.79    20.2        14.712           14.265        -0.291
 
Residual = corrected instrument pressure - reference pressure
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